Determination of organic fluorine in aqueous samples with neutron activation analysis in comparison with the DIN method.
Neutron activation analysis (NAA) has been used as detection technique for adsorbable organic fluorine in aqueous samples. The results have been compared with the standardized DIN method which uses a fluoride-ion-selective electrode (ISE).